Early aseptic loosening of a total knee arthroplasty due to Gore-Tex particle-induced osteolysis.
Anterior cruciate ligament reconstruction with the use of synthetic graft material has been used as an alternative to biologic grafts. The use of these grafts has largely been abandoned in reconstruction of the anterior cruciate ligament because of mechanical failure of the graft and production of wear debris leading to synovitis and recurrent effusions. This article presents a case of early, extensive periprosthetic osteolysis around a total knee arthroplasty associated with wear debris from retained fragments of a Gore-Tex (WL Gore and associates, Inc, Flagstaff, Ariz) (polytetrafluoroethylene) anterior cruciate ligament graft.